[Comparative studies of the initial rate method (modified Centrifi Chem method) and the Frankonit method to assay creatinine in serum and urine (author's transl)].
In the method described, by modification of the measurement according to changing reagent blanks (7 g albumin/100 ml + reagent for serum, and water + reagent for urine), excellent agreement with the results obtained by the Frankonit method was found. 262 parallel determinations with serum and 103 with urine were carried out. With a correlation of 0.99, the regression line y = x was almost maintained.